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SUPPLEMENTARY SPECIFICATIONS 
A Summary of Data Not Included in the 
Article Describing the Instrument 


TYPE 528 CATHODE-RAY OSCILLOGRAPH ASSEMBLY 



TYPE 635-A ELECTRON OSCILLOGRAPH 










SUPPLEMENTARY SPECIFICATIONS (Concl’d) 
TYPE 544-A MEGOHM METER 



TYPE 636-A WAVE ANALYZER 
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